[Measurement of carpal tunnel pressure during surgery of carpal tunnel syndrome].
A significance of carpal tunnel pressure measurement during surgery of carpal tunnel syndrome (endoscopic and twin incision technique) was evaluated. The pressure in different levels of palm and in different positions of the hand was measured by ICP sensor Codman during operation of 10 patient. The results are presented in the form of several graphs. In all 10 cases excellent results were obtained.